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Abstract: The delta check is used in clinical laboratories to detect specimen mislabeling or misidentification. How-
ever, test results can differ markedly pre-versus post-dialysis, and the delta check in fact typically has little value, 
as well as being labor intensive. We propose the “blood urea nitrogen/creatinine change ratio” (BCCR) as a new 
delta check method for dialysis cases. A total of 1,116 specimens with same-day pre- and post-dialysis test results 
were analyzed. Also, the performance of the BCCR was evaluated by simulating specimen mix-up. Among the 1,116 
specimens, the median BCCR was 0.80 and the 2.5th, 25th, 75th, and 97.5th percentiles were 0.62, 0.74. 0.84, 
and 0.93, respectively. In the simulated misidentification dataset, the median BCCR was 0.79 and the 2.5th, 25th, 
75th, and 97.5th percentiles were 0.34, 0.61, 1.02, and 1.77, respectively. When the 2.5th and 97.5th percentile 
values of the BCCR were set as the upper and lower limits, the delta check detected 61.0% of the simulated mis-
identified specimens. In summary, the BCCR enables detection of changes in important measures and could reduce 
the rate of false-positives. 
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Introduction

Recent advances in laboratory automation 
have enhanced the test capacity of clinical lab-
oratories. However, the processing of speci-
mens, such as phlebotomy and labeling, re- 
mains dependent on manual labor. During pre-
analytical preparatory processing, samples can 
be misidentified or mislabeled [1]. Such errors 
are not easily detected using the test results 
currently obtained, and are typically only report-
ed by clinicians when a result shows a discrep-
ancy with the clinical state of the patient.

The delta check is performed in clinical labora-
tories to detect such errors and involves com-
paring current and previous test results. The 
delta check methods used most frequently in 
clinical laboratories are the delta difference 
(difference between the current value and a 
previous value), the delta percentage change 
(ratio of the delta difference to the current 
value), the rate difference (ratio of the delta dif-
ference to the delta interval, which is the period 
between the previous and current results), and 

the rate percentage change (ratio of the delta 
percentage change to the delta interval) [2, 3]. 
The delta check method is largely dependent 
on variation in the test item over time [4, 5].

Test results flagged by a laboratory information 
system as exceeding a preset delta check limit 
should be reviewed to determine the cause of 
the variation, which could be misidentification 
[3, 6]. However, in patients undergoing dialysis, 
pre- and post-dialysis test results differ signifi-
cantly, and a delta check typically has little 
value and requires considerable labor, so it is 
often not performed.

We evaluated differences in common bioch- 
emical measures pre-versus-post-dialysis, and 
suggest the BCCR as a new delta check meth-
od for dialysis cases.

Materials and methods

The same-day pre- and post-dialysis test results 
for blood urea nitrogen (BUN), creatinine (Cr), 
sodium (Na), potassium (K), chloride (Cl), total 
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calcium (Ca), phosphorus (P), and total CO2, of 
1,116 specimens, were used in the analysis. 
The delta check limits were calculated as 
follows:

• Delta difference = current value - previous 
value

• Delta percent change = delta difference ÷ 
previous value

• Rate difference = delta difference ÷ delta 
time*

• Rate percent change = delta percentage 
change ÷ delta time*

*Delta time = current test date - previous test 
date

However, because the pre- and post-dialysis 
tests were performed on the same day, the  
rate difference and percentage change were 
not evaluated. The BCCR was calculated as 
follows:

(BUN/Cr ratio post-dialysis) ÷ (BUN/Cr ratio pre- 
dialysis).

To evaluate sample misidentification, post-dial-
ysis test results were simulated. To this end, 
the post-dialysis specimen identification num-
bers were shuffled and randomly matched to 
those of pre-dialysis specimens. The results of 
one post-dialysis specimen were changed to 
those of another post-dialysis specimen. The 
pre- and post-dialysis results had distinct dis- 
tributions, and only the post-dialysis specimen 
was considered to be misidentified.

The Wilcoxon test was used for the analysis;  
P < 0.05 was considered indicative of statisti-
cal significance. Statistical analyses and mis-
identification simulations were performed us- 
ing code written in the R language and graph- 
ics were produced using the ggplot2 package.

Results

Table 1 shows the results of the 1,116 pre- and 
post-dialysis blood specimens, and Figure 1 
shows the distribution of the test results. The 
results of all test items differed significantly 
between the pre- and post-dialysis specimens 
(P < 0.05). The median delta differences and 
delta percentage changes in BUN, Ca, Cl, Cr, K, 
Na, P, and TCO2 were -40.70 (-68.94%), 1.90 

(21.79%), -1.0 (-1.0%), -6.30 (-61.11%), -1.50 
(-29.17%), 1.0 (0.72%), -2.50 (-51.43%), and 
5.00 (26.09%), respectively. Although BUN and 
Cr showed the most marked changes, and Na 
and Cl the least marked, the BUN/Cr ratios of 
pre- and post-dialysis samples were strongly 
correlated (r2 = 0.8975261, P < 0.05) (Figure 
2).

The median BCCR was 0.80 and the 2.5th, 
25th, 75th, and 97.5th percentiles were 0.62, 
0.74. 0.84, and 0.93, respectively. For the sim-
ulated misidentified post-dialysis specimens, 
the median BCCR was 0.79 and the 2.5th, 25th, 
75th, and 97.5th percentiles were 0.34, 0.61, 
1.02, and 1.77, respectively. Figure 3 shows 
that the simulated BCCR distribution was wi- 
der than that of the actual specimens. When 
the 2.5th and 97.5th percentile values of the 
BCCR were set as the delta limits, 61.0% 
(681/1116) of the simulated misidentified spe- 
cimens were out of limits.

Discussion

Clinical laboratory testing can be divided into 
preanalytic, analytic, and postanalytic phas- 
es, all of which are potential sources of error. 
However, the preanalytic phase is the most vul-
nerable to error. Although specimen mix-up is 
rare, it is the one of the most serious errors  
and a major concern for clinical laboratories  
in the preanalytic phase [6-8]. Delta check, 
which involves comparing current and previous 
results to determine whether the difference is 
within a predefined acceptable range, is used 
in clinical laboratories to detect specimen mix-
up [2, 3].

Various methods and limits have been suggest-
ed to increase the accuracy of delta check. For 
instance, a multivariate delta check using mul-
tiple test items and machine learning of the 
characteristics of a given test item have been 
proposed [5, 8-10]. However, the most com-
monly used delta check methods are the abso-
lute change and percentage change over time. 
Because most current laboratory information 
systems and middleware products do not sup-
port multi-analyte delta check, clinical labora-
tories focus on single analytes [11]. The most 
common cause of delta check alerts is a treat-
ment effect, followed by a change in physiologic 
state as indicated by hemolysis, lipemia, or 
icteric specimens [2].
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Table 1. Distribution of the pre- and post-dialysis test results, and delta check values
Mean SD Median

P
Delta Difference (%) Delta Percentage Change (%)

Pre Post Pre Post Pre Post 2.5 Percentile Median 97.5 Percentile 2.5 Percentile Median 97.5 Percentile
BUN 61.00 19.00 17.80 7.77 58.80 17.90 < 0.05 -72.51 -40.70 -20.44 -82.43 -68.94 -53.77
Ca 8.92 10.80 0.83 0.94 8.90 10.90 < 0.05 -0.20 1.90 3.90 -1.83 21.79 50.00
Cl 99.50 98.50 3.30 2.63 99.00 99.00 < 0.05 -8.00 -1.00 6.00 -7.55 -1.00 6.13
Cr 10.30 4.03 3.09 1.53 10.20 3.80 < 0.05 -10.01 -6.30 -2.79 -72.97 -61.11 -45.65
K 5.17 3.64 0.75 0.40 5.15 3.60 < 0.05 -2.90 -1.50 -0.50 -45.35 -29.17 -12.73
Na 137.00 138.00 2.81 2.35 137.00 138.00 < 0.05 -4.00 1.00 7.00 -.82 0.72 5.22
P 5.19 2.50 1.55 0.68 5.00 2.40 < 0.05 -5.40 -2.50 -0.80 -68.97 -1.43 -23.01

TCO2 21.00 26.20 3.42 2.51 21.00 26.00 < 0.05 -2.00 5.00 11.00 -7.14 26.09 68.75
BUN, blood urea nitrogen; Ca, total calcium; Cl, chloride; Cr, creatinine; K, potassium; Na, sodium; P, phosphorus; TCO2, total CO2.
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End-stage renal disease patients require renal 
replacement therapy. In such patients, a bat-
tery of tests is performed to evaluate renal 
function and the adequacy of dialysis, includ- 
ing BUN, Ca, Cl, Cr, K, Na, P, and TCO2 tests.  
The BUN level indicates how effectively dialysis 
removes waste; the recommended minimum 
reduction in urea level is 65% [12].

In the CAP survey, the median change in the 
delta difference of BUN, Ca, Cl, Cr, K, Na, P, and 
TCO2 was 20 mg/dL, 2 mg/dL, 10 mEq/L, 1 
mg/dL, 1 mEq/L, 9 mEq/L, 2 mg/dL, and 8 
mEq/L, respectively; the median percent ch- 
ange was 50%, 15%, 12%, 30%, 20%, 5%, 50%, 
and 20%, respectively [3].

In this study, the median delta percentage 
changes in BUN, Ca, Cl, Cr, K, Na, P, TCO2, BUN, 

and Cr differed significantly between pre- and 
post-dialysis specimens. Using the median ab- 
solute change and percentage change of the 
CAP survey, the BUN and Cr results of 97.5% of 
our post-dialysis specimens were out of limits 
by both criteria. The high out of limits rate of 
dialysis specimens shows the inaccuracy of the 
delta check.

The BUN/Cr ratio is used to distinguish pre-
renal azotemia from acute tubular necrosis  
and is associated with all-cause mortality of 
dialysis patients [13, 14]. In this study, the 
BUN/Cr ratios of pre- and post-dialysis speci-
mens were strongly correlated (r2 = 0.90, P < 
0.05).

For the above reasons, we developed the BCCR 
based on the pre- and post-dialysis BUN/Cr 
ratio. To evaluate the performance of this no- 

Figure 1. Distribution of the pre- and post-dialysis test results. 
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vel delta check method, a simulation-based 
approach is typically used. This is because it  
is not always possible to ascertain whether or 
not a specimen is correctly labeled, and the 
mislabeling rate is usually too low to provide 
sufficient power for prospective evaluation of 
delta check performance [9-11].

We shuffled the post-dialysis specimen identi- 
fication numbers to simulate misidentification. 
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Figure 2. BUN/Cr ratio of pre- and post-dialysis specimens.

Figure 3. BCCRs of dialysis specimens and simulated misidentification 
specimens.

In the original dataset, the me- 
dian BCCR was 0.80 and the 
2.5th, 25th, 75th, and 97.5th 
percentiles were 0.62, 0.74. 
0.84, and 0.93, respectively.  
In the simulated misidentifica-
tion dataset, the median BC- 
CR was 0.79 and the 2.5th, 
25th, 75th, and 97.5th percen-
tiles were 0.34, 0.61, 1.02, 
and 1.77, respectively. There- 
fore, the interquartile range of 
the simulated specimens was 
larger than that of the actual 
1,116 specimens. When the 
2.5th and 97.5th percentile va- 
lues of the BCCR were set as 
the upper and lower limits, the 
delta check detected 61.0%  
of the simulated misidentified 
specimens. The false positive 
rate of frequently used abso-
lute and percentage change 
methods was over 95% of the 
1,116 post-dialysis specimens; 
by contrast, the false positive 
rate of the algorithm was only 
5%.

In conclusion, the BCCR en- 
abled detection of changes in 
important clinical parameters 
and could reduce the rate of 
false-positives. However, its 
implementation requires the 
use of a laboratory information 
system.

Acknowledgements

This work was supported by 
the Soonchunhyang University 
Research Fund.



BCCR for dialysis specimens

1645 Int J Clin Exp Pathol 2020;13(7):1640-1645

References

[1] Randell EW, Yenice S, Khine Wamono AA and 
Orth M. Autoverification of test results in the 
core clinical laboratory. Clin Biochem 2019; 
73: 11-25.

[2] He S, Kang F, Wang W, Chen B and Wang Z. 
National survey on delta checks in clinical lab-
oratories in China. Clin Chem Lab Med 2020; 
58: 569-576.

[3] Schifman RB, Talbert M and Souers RJ. Delta 
check practices and outcomes: a Q-probes 
study involving 49 health care facilities and 
6541 delta check alerts. Arch Pathol Lab Med 
2017; 141: 813-823.

[4] Tan RZ, Markus C and Loh TP. Impact of delta 
check time intervals on error detection capa-
bility. Clin Chem Lab Med 2020; 58: 384-389.

[5] Lee J, Kim SY, Kwon HJ, Lee HK, Kim Y and Kim 
Y. Usefulness of biological variation in the es-
tablishment of delta check limits. Clin Chim 
Acta 2016; 463: 18-21.

[6] Gomez-Rioja R, Alvarez V, Ventura M, Alsina 
MJ, Barba N, Cortes M, Llopis MA, Martinez C 
and Ibarz M. Current status of verification prac-
tices in clinical biochemistry in Spain. Clin 
Chem Lab Med 2013; 51: 1739-1746.

[7] Krasowski MD, Davis SR, Drees D, Morris C, 
Kulhavy J, Crone C, Bebber T, Clark I, Nelson 
DL, Teul S, Voss D, Aman D, Fahnle J and Blau 
JL. Autoverification in a core clinical chemistry 
laboratory at an academic medical center. J 
Pathol Inform 2014; 5: 13.

[8] Miller I. Development and evaluation of a logi-
cal delta check for identifying erroneous blood 
count results in a tertiary care hospital. Arch 
Pathol Lab Med 2015; 139: 1042-1047.

[9] Rosenbaum MW and Baron JM. Using machine 
learning-based multianalyte delta checks to 
detect wrong blood in tube errors. Am J Clin 
Pathol 2018; 150: 555-566.

[10] Yamashita T, Ichihara K and Miyamoto A. A 
novel weighted cumulative delta-check meth-
od for highly sensitive detection of specimen 
mix-up in the clinical laboratory. Clin Chem Lab 
Med 2013; 51: 781-789.

[11] Strathmann FG, Baird GS and Hoffman NG. 
Simulations of delta check rule performance 
to detect specimen mislabeling using histori-
cal laboratory data. Clin Chim Acta 2011; 412: 
1973-1977.

[12] Ryan P, Le Mesurier L, Adams K, Choi P and 
Chacko B. Effect of increased blood flow rate 
on hemodialysis tolerability and achieved urea 
reduction ratio. Ther Apher Dial 2018; 22: 
494-502.

[13] Inaguma D, Koide S, Ito E, Takahashi K, Hayas-
hi H, Hasegawa M and Yuzawa Y; AICOPP 
group. Ratio of blood urea nitrogen to serum 
creatinine at initiation of dialysis is associated 
with mortality: a multicenter prospective co-
hort study. Clin Exp Nephrol 2018; 22: 353-
364.

[14] Uchino S, Bellomo R and Goldsmith D. The 
meaning of the blood urea nitrogen/creatinine 
ratio in acute kidney injury. Clin Kidney J 2012; 
5: 187-191.


